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GAS ANALYSIS

PART III

J

manometer is again brought to zero by admitting
more caustic potash.

In this determination the gas must of course be
. free from hydrogen sulphide.   If this is not the case,

Fia.98.

FIG. 94.

the gas is passed through manganese dioxide before
entering the apparatus.     To avoid changes of tern-